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What is Droplet®?
 
Droplet® is the modular hydra�on solu�on that
encourages op�mal hydra�on. It has been developed to 
reduce people's risk of dehydra�on especially in
hospitals, care homes and at home. 

The heart of the system is a highly sophis�cated
reminder base that can talk to the user if they are not 
drinking enough and warns the caregiver if the user has 
not drank water for some �me. 

The Droplet® Smart Reminder Base can be easily 
a�ached to the bo�om of the Droplet® Mug or Droplet® 
Tumbler.
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Droplet® Mug

A lightweight Tritan™ mug with a broad stable base. Its 
ergonomic open-ended handle allows people with weak or 
swollen hands to easily grip the handle or the body of the 
mug with one or both hands. Features: discreet measuring 
lines at 100ml and 200ml for recording fluid levels and 
making thickened drinks; scratch and stain resistant; 
dishwasher safe

Droplet® Tumbler

A lightweight Tritan™ tumbler with a broad stable base. It 
has a blue �nt which makes the drink look cool and fresh. 
Features: discreet measuring lines at 100ml and 200ml for 
recording fluid levels and making thickened drinks; scratch 
and stain resistant; dishwasher safe

The Droplet® Modular Drinking Product Range:
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Droplet® Flow Control Lid

A transparent Tritan™ lid with a discreet recessed spout 
that controls the flow of liquids including stage 2 thickened 
drinks. It will easily clip on and off the Droplet• Mug or 
Droplet• Tum bier and has a hole for either a Pat Saunders 
straw or a regular straw. It provides dignified support for 
those who suffer from tremors or swallowing problems. It is 
scratch and stain resistant and dishwasher safe.

The Droplet® Smart Base

The electronic reminder base is ideal for people who need 
to be prompted to drink. It is easily a�achable to either the 
Droplet® Mug or Droplet® Tumbler. It features 3 systems: 
reminder messages; warning lights; night light
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The Droplet® Smart Reminder Base: 
The Reminder Base contains 3 systems:
 
1. Reminder Messages

The base has 3 pre-set messages designed to encourage the 
user to drink. They can be replaced with up to 3 personal-
ized messages which you can record yourself. If the user 
does not drink during the chosen �me of either 20, 40 or 60 
minutes they will be reminded to drink by one of the 3 
messages which play in rota�on. If the user has been drink-
ing the messages will not play. This feature can be switched 
on or off.

2. Warning Lights 

The base contains a series of 8 blue lights. If the user does 
not drink within the chosen �me of either 20, 40 or 60 
minutes the base will flash to remind the user to drink and 
alert the caregiver. 
If the user has been drinking the lights will not flash. This 
feature can be switched on or off.

3. Night Light 

When the base senses darkness for more than 30 seconds it 
will automa�cally switch into night mode. Red lights in the 
base will glow to help the user find their cup at night. Both 
the reminder messages and warning lights will switch off 
when in night mode and will be re-ac�vated only light is 
detected for more than 30 seconds.
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Ini�al Set Up:

The base requires 3 x AAA 1.5V ba�eries (Included). 
Simply open the ba�ery compartment, insert the 3 x AAA 
1.5V ba�eries with the correct polarity and close the 
compartment. Note: Rechargeable ba�eries are not 
suitable. 

Droplet® is very simple to use. Once Droplet® is turned on it 
will talk you through the current se�ngs. If you want to 
alter any of the se�ngs first press the relevant func�on 
bu�on and it will talk you through the process, step by step.

The message volume (Page 15) 
The message �mer interval (Page 17) 
The warning light �mer interval (Page 19) 
The night light system (Page 21) 
To record your own message (P25)
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Turning Droplet® On:
•To turn Droplet® On, press and hold the                         
for 2 seconds. 
•You will hear a message sta�ng "Droplet® On,” and the        
current pre-set default se�ngs for: The message volume,  
the message �mer, the warning light, and the night light.
•All chosen se�ngs including the night light se�ng will be 
stored in Droplet's® memory. 
•2 red lights in the base will flash slowly to indicate 'power 
on'.
Turning Droplet® Off:
To turn Droplet® Off, press and hold the eRED BUTTON for 3 
seconds. 
You will hear a message sta�ng "Droplet® Off' and the red 
lights in the base will disappear.
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Replace Ba�ery Warning:
Droplet® will indicate that the ba�eries need to be replaced 
when either:
- the blue lights in the base start pulsing slowly during use. 
Or
- Droplet® states "Ba�eries low, please replace ba�eries" 
when you switch Droplet® on.

Droplet® will not work properly un�l the ba�eries have 
been replaced.
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Increasing /Decreasing The Message Volume:

• The message volume can be set to 4 different volume 
levels (1 minimum - 4 maximum). 
• To check the current volume level, press and release the 
eRED BUTTON. Droplet® will state the current level. 
• To change the volume level, press and release the 
eRED BUTTON  again and it will change to the next volume 
level. 
• Repeat this un�l you have reached your desired volume 
level. (1,2,3,4).
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Increasing /Decreasing The Message Timer:

• The reminder messages can be set to play every 20, 40 or 
60 minutes a�er the last drink. The reminder messages can 
also be turned off. 
• To check the current message �mer se�ng, press and 
release the OGREEN BUTTON. Droplet® will state the current 
se�ng. 
• To change the message �mer se�ng, press and release the 
QGREEN BUTTON again and it will take you to the next 
se�ng. 
• Repeat this un�l you have reached your desired se�ng. 
(20, 40, 60, OFF).
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Increasing /Decreasing The Warning Light Timer:

• The warning light can be set to repeat every 20, 40 or 60 
minutes since the last �me the user had a drink. The warning 
light can also be turned off. 
• To check the current warning light �mer se�ng, press and 
release the O YELLOW BUTTON. Droplet® will state the cur-
rent se�ng. 
• To change the warning light �mer se�ng, press and 
release the OYELLOW BUTTON   again and it will take you to 
the next se�ng. 
• Repeat this un�l you have reached your desired se�ng. 
(20, 40, 60, OFF).

11



Turning The Night Light System On/Off:

• The night light system works when the base senses that 
the room has been in darkness for more than 30 seconds. 
• It will automa�cally turn off the message and warning light 
systems and switch on red lights that glow in the base so 
Droplet® can be found in the dark 
• To turn this system off press and hold the 
OYELLOW BUTTON   for 3 seconds. Droplet® will state "Night 
light system off." 
• Please note, that if the night light system has been turned 
off the message and warning light systems will con�nue to 
operate throughout the night unless one or both have been 
turned off. 
• To turn the system on again, press and hold the
OYELLOW BUTTON   for 3 seconds
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To Listen To The Reminder Messages:
There are 3 pre-set reminder messages. 
1. "every li�le sip helps. The more you drink the be�er you'll feel Please 
take a sip now."
2." You must be thirsty. Why don't you have a drink now? It will do you 
good." 
3. "It's been too long since your lost drink. Please pick up your cup and 
have a drink now. It's really good for you."
• To listen to the reminder messages, press and release the 
  BLUE BUTTON.
• Droplet® will play the current message, then it will ask you 
if you want to keep the message or record a new one. 
• To keep the message and move to the next, press and release the         
.BLUE BUTTON. 
• Droplet® will play the next message, then it will give you the same 
op�ons to keep the message or record a new one.

To Record Reminder Messages: 
Tip: To get a clear personalized message we recommend placing the 
Droplet® reminder base on a flat surface whilst recording your 
personalized message.
• To record your own message, press and release the eBLUE BUTTON. 
The system will play you a message, then it will ask you if you want to 
keep the message or record a new one. 
• To record a new message press and hold the eBLUE BUTTON. As soon 
as you hear a 'Beep keep pressing the eBLUE BUTTON and you can start 
recording your own message by speaking clearly into the mic located in 
the base next to the ba�ery hatch. Each message can be a maximum of 
15 seconds. 
• Once you have finished recording, release the eBLUE BUTTON  and it 
will play back your personalized message and give you the op�on to 
keep your personalized message or re-record it. 
• If you decide to keep the message, press, and release the 
eBLUE BUTTON   again, it will move to the next message. 
•should you wish to re-record your message press and hold the
eBLUE BUTTON   and repeat the process above.
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Personalized Message Sugges�ons:

Each personalized message can be up to 15 seconds in length. To help 
you, here are some sugges�ons. They have been created to allow you to 
insert the users name in a mo�va�ng and encouraging message.

"<INSERT NAME> It's been a while since your last drink. Let's have some 
fluids now."
"<INSERT NAME> You might not feel thirsty but it's important to drink 
regularly to keep you healthy. Let's take a drink from your cup now."
"<INSERT NAME> Let's aim for 6-8 glasses of fluid today. That means 
taking regular drinks from your cup."
"Every sip counts <INSERT NAME>! Try drinking li�le and o�en to make 
yourself feel good"
"Every li�le sip does you good, have a drink now”
<INSERT NAME>. The more you drink, the be�er you'll feel."

To delete all recorded messages, see page 29.

What is Droplet®?
 
Droplet® is the modular hydra�on solu�on that
encourages op�mal hydra�on. It has been developed to 
reduce people's risk of dehydra�on especially in
hospitals, care homes and at home. 

The heart of the system is a highly sophis�cated
reminder base that can talk to the user if they are not 
drinking enough and warns the caregiver if the user has 
not drank water for some �me. 

The Droplet® Smart Reminder Base can be easily 
a�ached to the bo�om of the Droplet® Mug or Droplet® 
Tumbler.
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To Return to Default Messages:

• You can only delete your recorded messages and return to default 
messages once you have gone through the 'To Listen to The Reminder 
Messages' process on page 23. At the end of the playback of all messag-
es Droplet• will state "All messages recorded. to delete all messages and 
return to default messages press blue and green buttons together for 
three seconds.”
• Now press the .BLUE BUTTON   and QGREEN BUTTON together for 
three seconds. Droplet• will state “User recorded messages deleted, 
default messages on." 
• You can cycle quickly through all messages without having to listen to 
them individually by pressing the eBLUE BUTTON   4 �mes to reach the 
message "All messages recorded To delete all messages and return to 
default messages press blue and green buttons together for three 
seconds.” 
• Note: All recorded messages will be deleted at the same �me. They 
cannot be deleted individually.



16

Troubleshoo�ng Guide :

If The Droplet® Smart Reminder Base Is Not Working:

• Check ba�eries are inserted with the correct polarity. 
• Do not mix ba�eries of different types. 
• Never mix new and old ba�eries.

• if the Droplet® Smart base is s�ll not working it must go through the
reset procedure.



• Remove ba�ery cover

• Please note; When you reset
any personal pre-recorded 
messages will be deleted.

• Remove center
   ba�ery only

Reset Instruc�ons: 

Now press and hold the 
BUTTON and  &UDW BUTTON 
while replacing the center 
ba�ery in the correct polarity. 
When you hear the "double 
beep'' you can release the 
bu�ons. 
(If there is no "double beep", 
check ba�ery polarity and 
repeat steps 2-3). 
If there is s�ll no "Double beep" 
contact us at 1-800-549-0095
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• Close ba�ery cover

A�er "double beep" 
remove center ba�ery and 
replace again in the correct 
polarity

• To complete the reset process 
and re-ac�vate. 
• Press and hold the  
RED BUTTO  f  for 2 seconds. 
• Your Droplet Smart base is now 
reset to factory se�ng and ready 
to use.
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If The Droplet® Flow Control Lid Is Li�ing From The Mug Or 
Tumbler
• Always ensure you have clean hands before handling the silicone 
ring or flow control lid. 
• Before use or a�er cleaning the lid, check the silicone ring sits 
evenly in the groove of the lid. 
• Please refer to the diagrams below to check the silicone ring is 
inserted correctly and evenly.

Your Droplet® flow control lid is now ready to use. WARNING! Use 
cau�on when filling product with liquids. Always make sure the lid is 
sealed before drinking. Ensure silicone ring is securely fi�ed into the 
groove of the lid.



Cleaning The Droplet® Smart Base:

• Because this base contains electrical components, DO NOT put in 
water or in a dishwasher. 
• Wipe clean using a so� damp cloth or an�-bacterial wipe. 
• If by mistake the base is le� a�ached to either the mug or tumbler 
and put into the dishwasher, it will start flashing. This will remind you 
to remove the base before washing.

Warnings!

Please retain all informa�on for future reference. 
The LEDs in the product cannot be replaced, when an LED reaches 
end of life, the en�re product must be replaced. 
WARNING! Not suitable for children under 36 months. Small parts 
could be a choking hazard The Droplet• Smart base is NOT suitable for 
use in the microwave or dishwasher. 
Guidelines for use of ba�eries and ba�ery operated items: 
To avoid leakage, remove ba�eries when exhausted or if the product 
will 
not be used for a long period of �me. Never short circuit the supply 
terminals. Never mix new and old ba�eries. Ba�eries must be insert-
ed with the correct polarity. Do not mix ba�eries of different types. 
EG. zinc carbon ba�eries 
with alkaline ba�eries. Rechargeable ba�eries are not suitable. 
IMPORTANT Please respect the environment by disposing of used 
ba�eries responsibly using Local Authority Facili�es. Do NOT store 
exhausted ba�eries - dispose of immediately.
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Replace Ba�ery Warning:
Droplet® will indicate that the ba�eries need to be replaced 
when either:
- the blue lights in the base start pulsing slowly during use. 
Or
- Droplet® states "Ba�eries low, please replace ba�eries" 
when you switch Droplet® on.

Droplet® will not work properly un�l the ba�eries have 
been replaced.

Notes:
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1-800-549-0095United States:
1-781-239-2941International:

Medication Reminders
e-pill, LLC

49 Walnut Street, Bldg. 4
Wellesley, MA 02481, USA

@epillmedicationreminders 
www.epill.com

Business Hours:
Monday Through Friday 
8:30 AM - 5:00 PM EST 




